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. 1090 King Georges Post Road
Edison, New Jersey 08837-3703
732-585-4400 » Fax 732-225-7037 -

‘_ 2/ SOLUTIO NS PR epseps
- The Trusted lntegrator for Sustainable Solutions

- REMOVAL SUPPORT TEAM 2
EPA CONTRACT EP-W-06-072

RST 2-02-F-2661

TRANSMITTAL MEMO
To: ' Angel Rodriguez, On-Scene Coordinator

Caribbean Environmental Protection Branch
U.S. EPA, Region II

From: Smita Sumbaly, Data Reviewer
: RST 2, Region'll
Subject: * Puerto Rico Olefins Asbestos Site

Data Validation Assessment
Date: December 23, 2013

The purpose of this memo is to transmit the following information:

. Data validation results for the- following pﬁrarheters:
| Asbestos TEME | 2 _Samples
. ‘Matrices and Number of Samples
Air | '. | 2 Samples
e Sampling Date: © December4, 2013

The final data assessment narrative and original analytical data package are attached.

ce: RST 2 .SPM: ' - Carlos Huertas
RST2SITEFILETDD #:  T0-0029-0122
ANALYTICAL TDD #: T0-0029-0133

PCS#: 7133

an employee-owned company

In Association with Scientific and Environmental Associates, Inc.,
H & S Environmental, inc., and Avatgr Environmental, LLC
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U.S. ENVIRONMENTAL PROTECTION AGENCY

MEMORANDUM
DATE: ~ December 23, 2013
TO: Angel Rodriguez, On-Seene Coordinator
U.S. EPA, Region II
FROM: Smita Sumbaly
: RST 2 Data Review Team
SUBJECT: QA/QC Compliance Review Summary

As requested quality control and performance measures for the data packages noted have been
examined and compared to EPA standards for comphance Measures for the following general areas
were evaluated as applicable:

Data Completeness

Sample Collection, Holding Times, and Preservation
Blank Analysis

Sample Sensitivity

Monthly Report TEM Calibrations

Any statistical measures used to support the following conclu51ons are attached so that the review
may be reviewed by others.

Summary of Results

1
Asbestos
TEM
“Acceptable as Submitted X
~ Acceptable with Comments
Unacceptable, Action Pending
Unacceptable

Data Reviewed by: M Date: [i [23//3
Approved By: : / SZ?::—’% Date /2 4’;,% é-:'

Area Code/Phone No.: (732) 585-4410




NARRATIVE
PCS No. 7133
SITE NAME: Puerto Rico Olefins Asbestos Site

PR 385 KM 5.4 Int., 127 Tallaboa Ponente
- Ward Penuelas, Puerto Rico

Laboratory Name: EMSL Analytical, Inc., 200 Route 130 North, Cinnaminson, New Jersey.

| INTRODUCTION:

The laboratory's portion of this case consisted of two air samples. Both the samples were collected
on December 4. 2013. The EMSL Order ID number is 041333710,

The laboratory reported No problem(s) with the receipt of these -samples. n
The laboratory reported No problems with the analyses of Asbestos TEM

The evaluator has commented on the criteria specified under each fraction heading. All criteria have
been assessed, but no discussion is given where the evaluator has determined that criteria were -
adequately performed or require no comment. Details relevant to these comments are given on the
following forms. ' '

Appropriate Form Is and Chain of Custody have been copied from the original data package and
appended to the data assessment narrative for reference. '




STANDARD OPERATING PROCEDURE ' Page 1 of 3

Title: Evaluation of Asbestos Data
Data Assessment Narrative

RFP #:'272CITask#:_ 7133 - - Site: Puerto Rico Olefins Asbestos Site
Lab: EMSL Analytical, Inc. -~ Matrix/No. of Samples: Air/2
SDG#’s: 041333710 Reviewer: SMITA SUMBALY -
Contractor: WESTON—RST 2 |
A2 Validation Flags- The following flags have been apphed in red by the data validator and must
' ' be considered by the data user.
J- ' This flag indicates the result qualified as estimated.
Red- Line- A red-line drawn through a sampie result indicates an unusable value. The

red-lined data are known to contain significant errors based on documented
information and must not be used by the data user.

Fully Usable Data- The results that do not carry "J" or "red-line" are fully usable.

"A22 The data assessment is given below and oh the attached sheets.

On December 4, 2013, U.S. EPA, Region II, RST 2 personnel collected two air samples from the Puerto Rico
Olefins Asbestos Site, located at PR 385 KM 5.4 Int., 127 Tallaboa Ponente, Ward Penuelas, Puerto Rico. On
December 13, 2013, both the samples were shipped via FedEx to EMSL Analytical, Inc., 200 Route 130 North,

, Cinnam.inson NJ. The laboratory verified that the samples were received intact and properly custody sealed.

The preparatlon and analysns ofall air samples was conducted in accordance with the ISO method 10312 (D1rect) for
the identification of asbestos. Briefly, the samples were collapsed with solution of dimethylformamide, glacial
acetic acid and de-ionized water, and then etched in a low temperature plasma etcher to remove the top surface of
the filter and other organics. The samples were carbon coated at high vacuum with a thin layer of carbon, placed on
200 mesh copper grids and allowed to dissolve i m acetone until cleared of filter polymer.

TEM analysis was performed using a transmission electron microscope equipped with an EDS X-ray analyzer. The
air samples were analyzed at vatious approximate screen magnifications of 19,000 - 20,000X for asbestos structures
greater than 0.5 micrometer lengths. An accelerating voltage of 100 KV was applied. The sizing of structures

(analysis) was performed on either a JEOL 100CX II or JEOL 1200 EX microscope at approxzmately 19, 000X
magnification.

* Both the samples met the required project target analytical sensitivity of 0.0001 3 structure/cc and reporting limit of
<0.0004 Structure/cc. For air sampling, 0.45u, 25 mm MCE cassettes were used. Approximately 2400 liter volume
was collected in approximately seven hours period of time. The laboratory reported the primary and total number of
structure detected and type of asbestos detected. Results are providedin Table 1.




STANDARD OPERATING PROCEDURE Page 2 of 3

Title: Evaluation of Asbestos Data
Data Assessment Narrative

Client identification (ID) and laboratory ID numbers are as follows:

EMSL Order No.:041333710 ‘ '
| PO002-CRO1-ASO1- | 041333710-0001 Air " | 12/04/2013 | Asbestos —TEM via ISO
| 120413 ' 10312
| PO002-CRO1-AS02- | 041333710-0002 | Air 12/04/2013 | Asbestos —TEM via ISO
120413 10312
Field duplicate sample was not collected for air matrix.

Two air samples were analyzed by Method TEM ISO 10312 — Ambient Ait-Determination of Asbestos Fibers,

Direct TEM. Both samples were evaluated under 81 and 85 grids to meet the prOJect target analytical sensitivity of
0.00013 Structure/cc

Sample # POOOZ CRO1-AS01-120413: The laboratory analyzed a total of 81 grids openings from two separate grids
and found three primary and total structures of chrysotile asbestos. Out of three structures, none of the structures
were greater than 5 um or PCM equivalent structure for fibers and bundles.

Sample # P0002-CRO1-AS02-120413: The laboratory analyzed a total of 85 grids openings from two separate grids
and found eight primary and total structures of chrysotile asbestos. Out of eight structures, three structures were
greater than 5 um and three structures for total asbestos fibers, bundles are greater than 5 um. One total PCM

equivalent fiber and bundle was found. Four of the fibers were not identified and are rejected as a non-asbestos
mineral (NAM).

In conclusion, chrysotile fibers were detected in both the samples and ranged from 0.0004 s/cc to 0.0011 s/cc.

For QC purposes, the laboratory analyzed equipment calibration and was performed in compliance with EMSL’
Quality Assurance Manual. One inter-analysts replicate was performed and QC results were acceptable.

TEM Equipment Performance Check

The laboratory performed monthly report for TEM calibrations which includes Chrysotile Beam Dose sensitivity
(quarterly), Camera Constant calibrations, Plasma Asher Calibration, Magnification Calibrations, Spot Size
Measurements (Quarterly), K Factors (Semi-annually), Detector Resolution(Semi-annually/Quarterly), Significant
Na and resolvable Mg-Si Peaks (Quarterly), and daity TEM Calibrations. All calibrations met the “pass” criteria. No
qualifiers were applied based upon this parameter.

- The results preseﬁted for the air samples are acceptable as reported. No qualifications were re_:quired.




STANDARD OPERATING PROCEDURE | Page 3 of 3

- Title: Evaluation of Asbestos Data

Data Assessment Narrative

A.2.3 Confract Problem/Non-Compliance:

On laboratory tabulated sample results fofms incorrect sampling date was entered by the laboratory. Correct
sampling date should be 12/04/2013 not 4/10/2013 as entered by the laboratory Data reviewer manually
changed the sampllng date and initial it.

Contractor Reviewer: @f’t j W /& Z 37_):2 /3

Signature: Date:

Verfiedby: S el W/

Signature: Date:
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EMSL ANALYTICAL, INC.
200 RT. 130 NORTH
_ CINNAMINSON, NJ 08077

PHONE: (800) 220-3675
Fax: (856) 786-0235

December 18, 2013

Smita Sumbaly

Weston Solutions

1090 King Georges Post Road
Suite 201

Edison, NJ 08837
732-585-4400

Re: Narrative TEM ISO 10312 041333710; RFP #: 272C, Site #:0029-0122 '
Dear Smita:

On December 14,2013, EMSL Analytical, Inc. in Cinnaminson, NJ received two (2) air samples via
overnight carrier from Weston Solutions for asbestos content analysis via TEM ISO 10312. The samples were

logged in following normal lab procedures Samples were received under Chain of Custody and in good
_ condition. :

TEM ISO 10312

TEM analysis was performed usmg the f0110w1ng method: TEM ISO 10312: 1995 Ambient Air
Determination of Asbestos Fibres Direct Transfer Transmission Electron Microscopy.

Sample preparatiOn was completed from a cut wedge of the collection filter. The filter wedge is placed on a
clean slide and slowly collapsed with a solution of dimethylformamide, glacial acetic acid, and de-ionized
water. This procedure leaves a thin, transparent pelymer film, with particles and fibers embedded in the upper
surface. The microscope slide with the collapsed filter portions are placed in a calibrated plasma asher where
a portion of the filter surface is removed. The microscope slide is then placed in a carbon evaporator where a
-thin deposition of carbon is laid down. A small portion of the carbon coated filter is removed from the slide

and placed on top of copper mesh TEM grids. These grids are laid in an acetone jaffe washer until the filter
wicks away, leaving the fibers and particles embedded in the carbon replica.

Client specific directions and 'modiﬁcations that were followed include' '

An analytical sensitivity of 0.00013 S/cc was specified, for a reporting limit of <0.0004 str/cc.
TEM (0.45u) 25mm MCE cassettes were used for sampling,

Aspect ratio applied was modified to greater than or equal to 3:1.

Analysis was terminated once the analytical sensitivity was met or 100 structures were recorded.
Structures greater than or equal to 0.5 microns in length were recorded.

A custom report template was used to electronically record and report results. All concentrations were derived
- from the total structure count. For structure counts less than 4, the asbestos concentrations were reported as

less than one-sided upper 95% confidence limit. For 0 structures, this is equal to 2.99 times the analy’ucal
sensitivity. )




EMSL AnaLyTICAL, INC.
200 RT. 130 NORTH
CINNAMINSON, NJ 08077

PHoNE: (800) 220-3675
AX: (B56) 786-0235

Results

All samples associated with this EMSL order ID were analyzed via transmission electron microscopy (TEM)

using procedures from TEM ISO 10312. Analysis was performed on JEOL 100 CX Il and JEOL 1200 EX
microscopes at approximately 19,000X.

Quality Control Performed

The Quality Control (QC) and equipment calibration was performed in compliance with EMSL’S Quality
Assurance Manual. One inter-analyst QC sample was analyzed with acceptable results.

I certify that this data package is in compliance with the terms and conditions of the contract, both
technically and for completeness, for other than the conditions detailed above. In addition, I certify,
that to the best of my knowledge and belief, the data as reported are true and accurate. Release of the

data contained in this data package has been authorized by the Laboratory Manager or his designee, as
verified by the following signature. :

RV
‘. Robynbenton '

Asbestos. Special Projects Manager
EMSL Cinnaminson, NJ




2.

Tabulated Sample Results
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EASL ANALYTICAL, INC.

EMSL Analytical, nc.
200 Route 130 North

* Cinnaminson, NJ 08077
856-303-2500
www. EMSL com

Attn: Smifa Sumbaly
VWeston Solutions, Inc.
1090 King Georges Road,Suite 201
Edison, NJ DBB37
Phone: 735-585-4410

_ Project: Site #: 0029-0122 / RFP #: 272C

Customer tD: RFWES3
Customer PO:  NA

- Date Sampled: 4/0/2013
EMSL Drder: 041333710
Report Date: 1218743

Received: 12/14/2013 11:30

0L /3

ISO 10312

International Standard for the Determination of Asbestos Fibers-Direct Transfer

P0002-CRO1-AS01-120413

Customer Sample Number: Air volume: 2711.28  Liters
EMSL Sample Number: 041333710-0001 Grid Opening Area: 0.0132 mm* -
Minimum Level of analysis {chrysotile}:  CD } Grid Openings Analyzed: 81
Minimum Level of analysis (amphibele):  ADX
Magnification used for fiber counting: 19,000
Aspect ratio for fiber definition: 31
Min Length/Min Width to be counted (um): >=0.5/none ]
Area of collection filter {mm?): 385 Analysis Date: 12/15/2013
Result of Chi? Test: 78.00 Random : Analyst: C. LITTLE
Anazlytical Sensitivity: 0.00014 Structureice Limit of Detection: ©.0004 Structurefce
Poisson 95 % Confiderce Interval
Structure Class Min Primary  Total Density Conc. LCL ucL
: 10 Level Str. Str. Strimm® {Stricc) - {Stricc) (Strfcé)
Asbestos Structures {Chrys) co 3 2.81 0.0004 10.0001 - 0.0010

Asbeslns Struc[ures (Amph) -

—LA .;..:vmmm "—

0.0004

Supplemental Struclure Size Corcenlrations

Asbestos Structure »5 um (Chrys) 7
Asbestos Structure »5 um (Amph) -
Total Ashestos Structures 5 um

Asbestos Fibers, Bundles »5 um (Chrys)
Asbestos Fibers, Bundles>5 um {Amph)
- Total Asbestos Fibers, Bundles > um

PCMe Structures (Chrys)
PCMe Structures (Amph)
Total PCMe Structures

PCMe Fibers and Bundles (Chrys)
PCMe Fibers and Bundles (Amph)
Total PCMe Fibers and Bundles

cD 0 - <280 < 00004
ADX . - 0 - <280 < 00004
CD/ADX 0 . < 280 0.0004
co . 0 <280 < 0.0004
ADX - 0 <280 < 0.0004
CDIADX - 0 <280 < 0.0004
cD 0 - <280 < 00004
ADX 0 - <280 < 00004
CD/ADX 0 - < 280 0.0004
eo - 0 <280 < 00004
ADX . - 0 <280 < 0.0004

CD/ADX - 0 < 2.80 < 0.0004
MNon Asbestos Structures NAM 0 0 - -
|Asbestos Types Present: Chrysotile E

Comment:

0.0000 - 0.0004
0.0000 - 0.0004
0.0000 - 0.0004
0.0000 - 0.0004
0.0000 - 0.0004
0.0000 - 0.0004
0.0000 - . 0.0004
0.0000 - 0.0004
00000 - 0.0004
0.0000 - 0.0004 -
0.0000 - 0.0004
0.0000 - 0.0004

Approved Signatory

Concentrations and 95% Corfidence infervals based on a Poissorian distribution, Struclure counts above 31 may be better expressed with 2 Gaussian districution. EMSL maintains ability

limited i the cost of analysis. This report relales onty 1o the samples reported above and may not be reproduced except in full withowt wiitlen approval of EMSL E£MS5L s notrespensible for
sample collection activities or analytical fimitaiions. Interpretation and use of results are the responsibility of Ihe client.

1of1




EMSL - ANALYTICAL, INC.

EMSL Analytical, Inc.
200 Route 130 North

- Cianaminson, NJ 08077
856-303-2500
www. EMSL .com

. Attn:

Phone:

Project:

Smita Sumbaly
Weston Solutions, Inc.

1090 King Georges Raad,Suite 201

Edison, NJ 08837
735-565-4410

Site #: 0029-0122 / RFF #: 272C

- Customer 10:

RFWES3
Customer PO:  NA,
Raceived:  12/14/2013 11:30
Date Sampled: 4402043 | 2 /7177 / 7
EMSL Qrder: 041333710 o
Report Oate:  12/18/13

ISO 10312 International Standard for the Determination of Asbestos Fibers-Direct
Transfer Transmission Electron Microscopy

Custemer Sample Number:
EMSL Sample Number:

PO002-CR0O1-A502-120413
041333710-0002

Air volume

Grid Opening Area: 0.013

1 2616.47 Liters

mrm?

Minimum Level of analysis (chrysofile): CD Grid Openings Analyzed: 85
- Minimum Level of analysis (amphibole): ADX .
Magnification used for fiber counting: 19,000
Aspect ratio for.fiber definition: 31
Min Length/Min Width to be counted (um). >=0.5/ none . :
Area of collection-fitter (mm?): 385 Analysis Date: 12/15/2013
Resuit of Ch¥ Test: 9825 Random Analyst: C. LITTLE .
Analytical Sensitivity: 0.0001 Structurefce Limit of Detection: 0.0004 Structurefce
] Poisson 95 % Confidence Interval
Structure Class Min Primary Total Density Canc. LCL uce
10 Level Str. Str. Strimm? {Stricc) (Strice) fStrice)
Asbestos Structures (Chrys) cD 8 8 C7.24 G.0011 0.0005 - 0.0021
As»tﬁstOS Structures (Amph) 0.0004 0.0000 - 0.0004
= e e SEmEa )

3 i

Supplemental Strictire Bize Concentrafions

Asbestos Structure »5 um (Chrys)
Asbestos Structure >5 um (Amph)
Total Asbestos Structures >§ um

Asbestos Fibers, Bundtes >8 um (Chrys)
Asbestos Fibers, Bundles>5 um (Amph}
Total Asbestos Fibers, Bundies >5 um

PCMe Structures (Chrys)
PCMe Structures {(Amph)

" Totat PCMe Structures

PCMe Fibers and Bundles (Chrys)
PCMe Fibers and Bundles (Amph)
Total PCMe Fibers and Bundles

Non Asbestos Sfructures

b

|Asbestos Types Present:

Comment:

- 271 0.0004 00001 - 00010
ADX 0 - <271 < 00004 0.0000 - 0.0004
ch/ADX 3 . 271 0.0004 0.6001 -  0.0010
cD - 3 27 0.0004 0.0001 - - 0.0010
ADX . 0 <271 < 0.0004 0.0000 -  0.0004
cDiADK - 3 271 0.0004 0.0001 -  0.0010
Co 0 - <271 < 0.0004 00000 - 0.0004
ADX 0 . <271 < 00004 00000 - 0.0004
CDIADX O - 271 < 0.0004 00000 -  0.0004
-co - 1 <271 < 00004 0.0000 - 0.0006
ADX - 0 <271 < 00004 00000 - 0.0004
Co/ADX - 1 <271 < 0.0004 0.0000 -  0.0006
NAM 4 4 . - - -
ChrySafie ’ ] -64)”.0 Derdgo
Agproved Signatery

‘ Concentrations and 85% Confidence Intervals based on & Poissonian distribution. Structure counts above 31 may be better expressed with a Gaussian distribution. EMSL mainiains liabiity
tmited to the cost of analysis. This repoti refates only to the sampies reported abave and may not be reproduced except in full witheut written approval of EMSE. EMSL is not responsible for
sample collection activities or analytical limitations. interpretation and use of results are the responsibility of the client.

1 of 1
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7. NVLAP/AIHA Certifications
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- &:[& \° National Voluntary |
D‘\rW _ Laboratory Accred:tation Program

SCOPE OF ACCREDITATION TO ISO/TEC 17025:2005

EMSL Analytical, Inc.
200 Route 130 North
Cinnaminson, NJ 08077
Mr. Stephen Siegel, CIH
Phone: 800-220-3675 Fax: 856-786-5973
- E-Mail: ssiegel@emsl.com
URL: http://fwww.emsl.com

AIRBORNE ASBESTOS FIBER ANALYSIS (TEM) ~  NVLAP LAB CODE 101048-0

NVLAP Code Designation / Description

18/A02 - U.S.EPA’s "Interim Transmission Electron Mlcroscopy Analytical Methods-Mandatory and
Nonmandatory-and Mandatory Section to Determine Completion of Response Actions" as
. found in 40 CFR, Part 763, Subpart E, Appendix A.

2013-07-01 through 2014-06-30 W... Q , WJ—D

Effective dafes For the National Institute of Stendards end Technology

Pagelof 1 NVLAP-01S (REV. 2006-05-19)
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V[L& ¥ National Voluntary - | -
N ' _ Program

SCOPE OF ACCREDITATION TO ISO/IEC 17025:2005

EMSL Anatytical, Inc,
200 Route 130 North
Cinnaminson, NJ 08077
-Mr. Stephen Siegel, CIH
'Phone; §00-220-3675 Fax: 856-786-5973
E-Mail: ssiegel@emsl.com
URL: http:/fwww.emsl.com

BULK ASBESTOS FIBER ANALYSIS (PLM) NVLAP LAB CODE 101048-0

NVLAP Code  Designation / Description

- 18/A0% EPA 600/M4-82-020; Interim Method for the Determination of Asbestos in Bulk Insulation
. Samples o .
18/A03 . EPA 600/R-93/116: Method for the Determination of Asbestos in Bulk Building Materiais

2013-07-01 through 2014-06-30 w.... QW.L_D |

. Effactive dates For the National InstHule of Standerds and Technology
Page 1 of 1 - _ - - NVLAP-01S (REV. 2005-05-48)
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AIHA Laboratory Accreditation Programs, LLC
SCOPE OF ACCREDITATION

EMSL Analytical, Inc.

Laboratory ID: 109194
200 Route 130 North, Cinnaminson, NJ (8077

Issue Date: 07/31/2012

The laboratory is approved for those specific field(s) of testing/methods listed in the table below. Clients are urged to verify
the laboratory™s current accreditation status for the particular field(s) of testing/Methods, since these can change due to
proficiency status, suspension and/or revocation. A complete listing of currently aceredited Industrial Hygiene laboratories is
available on the ATHA-LAP, LLC website at: http://www.aihaaccrediteglabs.org

Industrial Hygiene Laboratory Accreditation Program (IHLAP)

Initial Accreditation Date: 02/01/1989

. b1 Method Description
IHLAP Scope Field of Testing Technology Published Reference

: ; . or Analyte
Category (FoT) SIl)l:t_:Zt[:) e;l Method!'lp;;gfh(;i;lm house ) (for internal methods

only)

NIOSH-1003

NIOSH 1005

NIOSH 1400

GC/ FID NIOSH 1500

NIOSH 1550

Gas Chromatography NIOSH 1603

NIOSH 2000
NIOSH 5502

GC/ECD NIOSH 5503

NIOSH 5510
Chromatography

OSHA 1010
GC/NPD NIOSH 2551
o EPA TO-135

Core

GC/MS

Gas Chromatography
(Diffusive Samplers ) ) NIOSH 1501

NIOSH 6004

' NIOSH 6011
fon Chromatography

(IC) , ' NIOSH 7903

OSHA ID-214

QSHA ID-215
Liguid HPLC/FL NIOSH 5506
Chromatography HPLC/UV NIOSH 2016

Effective: 09/28/2011
 Scope_IHLAP_R6
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Programs, LLC
: Method Description
THLAP Scope Field of Testing Technology Pubhsh?d Reference or Analyte
Category 7 (FoT) sub-type/ | Method/Title of In-house (for internal methods
' Detector Method
. only)
| NIOSH 6009
CVAA OSHA ID-145 SOP EM-015
Atomic Absorption : : OSHA [D-145 SOP LM-013
FAA NIOSH 7082 '
. GFAA NIOSH 7105
Spectrometry Core | Inductively-Coupled ICP/MS NIQSH 7300 Modified
Plasma ICP/AES NIOSH 7300
X-ray Diffraction ' NIOSH 7500
{(XRD) OSHA ID-142
UVIVIS :
{Colorimetric) NIOSH 6010
Polarized Light -
Microscopy (PLM) EPA 600/R-93/116
: . Phase Contrast .
I"fl’\.slnzs’cosﬂ?lger Microscopy (PCM) _ NIOSH 7400
teroscopy Lore - EPA AHERA - 46 CFR Part
‘ Transmission Electron
Microscopy (TEM) 763
roseopy NIOSH 7402
: NIOSH 0500
_ Gravimetric NIOSH 0600
Miscellanegus Core . NIOSH 5524
Thermo-optical
Analysis (TOA) | NIOSH 5040
The laboratory participates in the following A]HA—LAP, LLC-approved proficiency tesfing programs:
v"  AIHA-PAT Programs, LLC IHPAT Metals 0 Phafmaceuttcai Rounﬂ Robin
1 ¥ AIHA-PAT Programs, LLC IHPAT Organic Solvents "0  Compressed/Breathing Air Round Robin
v AIHA-PAT Programs, LLC IHPAT Silica ¥ National Voluntary Laboratory Acereditation Program
¥ AIHA-PAT Progeams, LLC [HPAT Diffusive Sampler (BM) (NVLAP - determined at the time of site assessment)
QO  AIHA-PAT Programs, LLC IHPAT Diffusive Sampler (SKC) QO  New York State Department of Health (NYS DOH ~ PCM and
QO AIHA-PAT Programs, LLLC IHPAT Diffusive Sampler (AT) TEM)
v AIHA-PAT Programs, LLC IHPAT Asbestos v"  ERA Air and Emissions standards for indoor air guality
Q AIHA-PAT Programs, LLC Bulk Asbestos (BAPAT) Q  Instit fur Arbeitsschutz der Deutschen Gesetzlichen
QO  AIHA-PAT Programs, LLC Beryliium (BePAT) Unfallversicherung (IFA, formerly BG1A)
v"  HSE Workplace Analytical Scheme for Proficiency (WASP) . C  Insiing de Recherche Robert-Sauvé en Santé et en Sécurité du
(Formaldehyde) : Travail (IRSST)
QO HSE Workplace Analytical $ cheme for Proﬁclency (WASP) . ‘
(Thermal D esorption Tubes)

Effective: 09/28/2011
Scope_ITHLAP_R6
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